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Abstract
Despite years of effort, reliable biometric identification of newborns and
young children has remained elusive. In this paper, we review the
importance of trusted identification methods, the biometric landscape for
infants and adults, barriers and success stories, and we discuss specific
failure modes particular to young children. We then describe our approach
to infant identification using non-contact optical imaging of fingerprints. We
detail our technology development history, including Human-Centered
Design methods, various iterations of our platform, and how these iterations
addressed failure modes in the identification process. We close with a brief
description of our clinical trial of newborns and infants at an urban hospital
in Mexico and report preliminary results that show high accuracy, with
matching rates consistent with acceptable field-performance for reliable
biometric identification in large populations.
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The views expressed in this article are those of the author(s). 
Publication in Gates Open Research does not imply endorsement  
by the Gates Foundation.

Introduction
Globally over 1 billion people lack legal identification and 
almost half of them are infants and children1. To address the 
need, United Nations Sustainable Development Goal 16.9 calls 
to provide legal identity for all, including free birth registrations 
by 20302. Today one of the primary barriers to fulfilling SDG 
16.9 has been the lack of universal biometric technology able to 
reliably identify newborns, young children and even at times  
adults3. There have been numerous attempts to utilize stand-
ard fingerprint technologies with infants with limited success; 
and while new technologies have been developed to address 
the problem, improvements have been limited to children over  
6 months of age4.

We investigated an array of biometric methods for infant identi-
fication. These included eye scanning, palm vein scanning, ear 
and face recognition, and finger and palm-based methods. To 
date none of these has shown to be reliable for newborn and very 
young infant enrollment, and only fingerprinting has shown prom-
ise in terms of universality, acceptability, persistance over time 
from birth5 and interoperability across acquisition methods6–10.  
We hypthosized that the malleability of infant skin coupled with 
grasping and other infant reflexes were leading to deformation 
of the fingerprint by current biometric scanner platens them-
selves, which explains why even higher resolution platforms 
have still failed with children under six months of age. To test  
this hypothesis, and potentially develop a reliable infant biomet-
ric, we developed a modular biometric prototyping platform 
that provided a common imaging back-end to be coupled with 
various front-ends allowing a wide variety of infant-device-
practitioner interactions. Using this method, we compared two 
contact-based approaches, frustrated total internal reflection 
(FTIR), non-FTIR direct imaging, and non-contact imaging  
approach with multiple interaction designs11. Based on testing in 
laboratory and clinical settings we concluded that a non-contact 
imaging method was the best for newborns and infants. 

This report is meant to accompany subsequent publications 
detailing the performance of our non-contact technology in clini-
cal testing. Here we report our design strategy, detailed analysis 
of failure modes for infant fingerprinting, and key insights and 
requirements that can instruct development of reliable and usable  
infant-centric biometrics.

Methods
Approach
We employed Human-centered Design principles of early stake-
holder engagement and co-design, problem reframing, and agile 
prototyping, to rethink the infant ID problem12–14. We worked 
with children from birth through 18 months, along with parents,  
caregivers, nurses, doctors, health officials and vaccinators, 
to observe infant behavior and caregiver interaction through 
many stages of iteration of both contact and non-contact system  

designs. Through this process, we accumulated numerous lessons- 
learned, resulting in optimized procedures and a system design 
that enabled enrollment and scanning even in demanding 
field conditions. This report highlights key issues we encoun-
tered, and the steps taken to resolve them to achieve a robust  
infant biometric system.

In order to develop an effective infant fingerprint platform, it 
is critical to test in realistic environments on infants of all ages. 
Infants are simply not smaller adults, they have both physi-
cal and behavioral differences that cannot be readily modelled, 
resulting in the need for real-world testing. We established  
multiple field sites which allowed the team to develop and test 
hardware prototypes quickly and provide feedback for an iterative  
hardware design process. We established IRB approved pilots 
locally at Rady Children’s Hospital and Jacobs Medical Center 
at UCSD and an international study at Tijuana General Hospi-
tal to enroll newborns and older infants receiving vaccinations. 
These studies have provided critical insight into the require-
ments for the infant fingerprint device, as well as requirements 
for production technology, workflow and system integration.  
The following sections highlight the hardware development, 
testing process, and lessons learned for effective collection of  
infant fingerprints.

Early lessons and system requirements
A major factor affecting the ability to obtain a good infant fin-
gerprint image is the behavior and interaction between child 
and practitioner. Infants are “uncooperative”, and the device 
design and collection protocol must be consistent with how 
babies, and often caregivers, behave, not how technology func-
tions best. As Figure 1(a) shows, infants cry, fuss and cannot 
be asked to participate. Under normal circumstances (when  
fingerprinting or taking an eye scan with an adult, for example) 
the subject can interact with the device in a predictable and  
deliberate fashion. 

Current technologies expect the subject to properly place the fin-
ger, hold still, and move to other positions based on feedback 
from the device or a practitioner. Infants, on the other hand, 
need to be helped through the process and may exhibit behaviors 
that are not helpful, such finger curling and the palmar grasp 
reflex, as shown in Figure 1(b). One of the first design considera-
tions was whether to simply hold the infant’s hand in the proper 
position and use a point-and-shoot camera or smart phone to  
obtain images. As the images in Figure 1(c) elucidate, it is  
difficult to reproducibly obtain images with an infant in this  
manner. Holding their hands open to collect finger or palm prints 
requires multiple people and the variability in magnification, 
lighting, and field of view of the images taken by a practitioner 
pointing a camera at the infant’s hand can be too great, even with  
automated image processing and machine learning.

Another key factor is that newborns exhibit skin characteris-
tics unique to the first days and weeks of life15,16. For example, 
newborns are born covered in various protective fluids that are 
wiped off shortly after birth, and it is normal for a newborn’s  
outer layer of skin to flake or peel within the first weeks of  
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life. Likewise, physiological changes that increase skin integrity, 
including keratinization, collagen development, and compo-
nent cross-linking continue to develop after birth, and in some  
cases may not stabilize sufficiently for contact-based fingerprinting 
until over one year of age.

As shown in Figure 2, we see four stages that will impact per-
formance in both contact and non-contact use cases. Starting 
at the top, we see a pre-peeling stage, where the infant’s  
fingers are shiny (highly reflective) and there is a dead layer of  
skin masking the print. Next, we see the skin dramatically peel-
ing from the fingers. Again, the peeling skin will mask the 
underlying print and impact the automatic image processing  
algorithms that are used to evaluate the fingerprint pattern. The 
third row shows an infant that is partially peeling, and the bottom  
panel shows how the prints emerge post-peeling, which occurs at 
about one month. 

Another issue observed is that infant skin surface is much softer 
and more pliable than that of an adult. This apparent malle-
ability was a major factor in our decision to use a non-contact 
method of imaging. As an example, when using an FTIR scan-
ner, the infant fingerprint will flatten against the surface and the 
ridges will “squish” leading to fusion of features when imaged.  
Adjacent ridges essentially merge together reducing the air gap that 
allows the light to reflect to create contrast between the ridges and  
valleys. An additional concern relates to the interaction of the 
infant finger with the device. An adult can gently place their  
finger onto the surface of the device and keep contact with little  

distortion. When the infant’s finger is placed onto the glass platen, 
the grasp reflex will cause the finger to react inconsistently.  
Typically, a single portion of the finger will contact first, then 
the rest will contact as the finger is put into place. Invariably, the 
finger does not go down the same way each time and the print 
is distorted due to the skin pliability. Figure 3 shows a series of 
images of the same finger on three consecutive collections within  
seconds of each other using a high resolution FTIR contact device. 
What we see is poor contrast between some of the ridges due  
to the softness of the skin and the relative positions of the minu-
tia are quite variable, which is a significant barrier for infant  
fingerprinting using this method.

Finally, infants are smaller than adults. A person’s unique finger-
prints are formed prior to birth and the ridge/valley features that 
exist on the adult fingerprint are all present on the much smaller 
sized newborn finger. The ridge-to-ridge feature size of a new-
born fingerprint can be as small as 125 microns, as shown in 
Figure 4, from our data on hundreds of newborns and infants. 
This is much smaller than the 450-micron distance for a typical  
adult17. A standard scanner operating at 500 PPI would only 
allocate 2.5 camera pixels to resolve the newborns ridge/valley  
feature. As other researchers have tried before us, we increased the 
resolution of the imager to ~1500 PPI to account for the smaller 
feature size of infants. After collecting data on a number of  
infants at this resolution, we determined that even higher reso-
lution was still needed. There are several reasons for this:  
the first is unique to non-contact imaging where a 2-D pic-
ture is rendered from a finger that has 3-D curvature. One of the  

Figure 1. Interaction design must account for infant reflexes and behaviors. Written informed consent was obtained from parents/
guardians for the publication of all images.
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Figure 2. Newborn skin peeling issues: (Top to bottom) pre-
peeling, peeling, partial peeling and post-peeling.

Figure 3. Sequential FTIR images of a single infant finger showing collapse of features and distortion of minutiae position.

advantages of the contact-based method is that the edges of the 
fingerprint can be put in contact with the glass. When this occurs, 
the print on the side of the finger is brought to the image plane 
and the feature size dimension is retained. The camera “sees” 
the same feature size whether it is in the middle of the finger or 
on the edge. For a non-contact imager, however, the feature size 
will be largest in the middle of the finger perpendicular to the  
camera, but the ridge-to-ridge distance will decrease (essentially 
to zero) as you move around to the side of the finger as seen 
from the direction of the camera. Thus, to continue to resolve 
the print features as the finger starts to curve away from the cam-
era, we need to resolve smaller and smaller features. Figure 5(a) 
shows an example of an infant image at 1500 PPI and at 3600 PPI 
and the resolving power of the 3600 PPI provides good contrast  
of features across a large area of the fingerprint. 

After collecting many hundreds of prints, we determined that 
the peak-to-peak measurement that reports the feature size does 
not tell the entire story. Figure 5(b) shows a close-up view of an 
infant’s fingerprint. The left panel shows the entire finger and the 
right panel shows a view within the yellow box. What is plain to 
see is that the valley thickness is not equal to the ridge thickness. 
For an infant with a ridge-to-ridge feature size of 250 microns,  
for example, the ridge thickness can be 200 microns wide and 
the valley only 50 microns. Thus, it is incorrect to say that 
there is a feature size of 250 microns that needs to be resolved. 
On the contrary, we need to resolve the 50-micron valley.  
This ratio of peak-to-valley thickness varies from person to per-
son, but for infants we observe the peak is often 4x-5x wider. As 
a result, we increased our resolution up to the ~3400 PPI which  
places about ~7 pixels across the valley of the print.

Platform design
The goal was to design a dedicated, handheld device with  
features that reduce the impact of infant-related failure modes 
inorder to obtain reproducible, high contrast fingerprint images. 
Given the need to rapidly iterate and test in real circumstances, 
we used a modular, easily reconfigurable hardware design. 
When developing any optical system, there are some key design  
elements that need to be optimized for a specific application. For  
this effort, we specifically addressed the following:

•    Illumination – for fingerprint imaging, the goal is to 
obtain images with high contrast between the ridges and 
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Figure 4. Infant fingerprint feature size vs age.

Figure 5. (a) Image comparison of infant finger taken at 1500 ppi (left) and 3400 ppi (right) and (b) variations in ridge and valley sizes.

valleys so that minutae can be readily interpreted with 
automated image processing. The illumination color,  
polarization, and angle of incidence all impact the contrast 
and fingerprint image quality.

•    Imaging system – the imaging system design starts with 
the selection of the imaging chip and an appropriate lens 
system to resolve the small infant features with a field of 
view that covers the entire finger of an infant (and that 
of an adult). In addition, the depth of field needs to be  

sufficient to create sharpness across the curvature of the  
finger.

•    Finger alignment – as discussed, infants move around in 
an uncooperative fashion. The system design must allow for 
reproducible placement of fingers such that the fingerprint  
is minimally distorted, often with vastly different sizes.

Illumination The color and polarization of the illuminat-
ing light will contribute to the signal intensity and the level of  
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surface detail of the fingerprint image. Figure 6 shows key char-
acteristics of how light interacts with skin. In this example, 
we show polarized white light ➊ illuminating the skin. There  
will be a strong surface reflection with the same polarization as 
the incident light, shown by ➋. The remaining light will trans-
mit into the skin where it will be absorbed and scattered and 
the polarization will be randomized. Some of the light will be  
scattered back towards the surface and exit back into the air for  
detection by the camera ➌. The blue component of the white 
light is highly absorbed and scattered by skin, such that any blue 
light that traverses deep into the skin will be absorbed and will 
never exit. Blue light that only interacts with near-surface skin 
layers can be scattered back out of the skin towards the cam-
era. Red light, on the other hand, is less absorbed and scattered 
and it can travel farther into the skin. As a result, red light that 
returns out of the surface will have travelled deeper into the skin 
and can exit far away from where it entered, reducing the impact  
of surface features.

Figure 7 shows how polarization and color changes impact the 
sharpness of the fingerprint image. Parallel polarization, where 
the illumination and detected polarization directions are the same, 
will create higher contrast images. Cross polarization between 
the illumination and detection will reject first surface reflections 
and primarily allow light that has scattered into the skin; thus 
subsurface features can be seen in cross polarized images18. 

The effects of color and differences in penetration depth are 
clearly shown in Figure 7, with the blue light showing more  
surface features and the red light resulting in images with reduced  
contrast.

From this example, it may appear that a blue illumination with 
matched polarizer/analyzer is the best for surface contrast. It 
will produce the highest contrast images, but this also highlights 
another issue related to the intensity of the front surface reflec-
tions. When the illumination angle onto the skin is equal to the 
detection angle, high intensity specular reflections (i.e. glints)  
will occur and can saturate the camera. This effect is intensified 
when using a parallel polarization configuration. The top two 
images of the newborn in Figure 2 show a bright “halo” of light 
that is the result of specular reflections of the light source, which 
often results in camera saturation for those pixels. If the expo-
sure time of the camera is set to reduce below saturation, there 
will be dimmer areas in the image that will have a poor signal-to- 
noise ratio (SNR). Since fingers are cylindrical, there is almost 
always a location on the finger that has this effect, depending  
upon the relative position of the light source. 

This can be addressed in a number of ways. One is to conduct 
high dynamic range imaging, where multiple images are taken 
with different exposure times or illumination levels. Thus, a  
composite image can be created to reduce the bright spots due 

Figure 6. Light-tissue interaction.
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to specular reflections. For infants, however, this is very difficult 
since finger movement during multiple exposures is a near cer-
tainty and combining multiple images with movement would 
be computationally intensive and time consuming. Another 
method is to use other rotation angles between the illumination 
and camera. Figure 8 shows how surface contrast and specular  
reflections are affected by the relative polarization angle 
between light source and camera. Images start with paral-
lel orientation on the left and the polarization angle of the light 
source is slowly changed until they are crossed on the right. 
Again, images show the reduction in both specular reflection and  
contrast as you move towards cross polarization. This high-
lights an issue with the parallel polarization, whereby images 
show hotpsots that require the camera to have a wide dynamic 
range. There is thus a potential to reduce glare, and reject surface  
features such as peeling, using appropirate combinations of  
color, polarization and illumination angle.

Imaging system Since the primary application for this device 
requires it to be small, low-cost and portable, we have relied 
primarily on commercial-off-the-shelf (COTS) components 
as much as possible. There is a standard class of board-level 
cameras that provide a small footprint and low power CMOS 
imagers in the 2 -13-megapixel (MP) range with pixel pitches 
typically between ~1.5– 5μm. This class of camera is compat-
ible with handheld devices using fixed focal length M12-style  
lenses with working distance of 2-3 inches. We selected a 
5MP monochrome (b/w) camera with a 2.2 μm pixel size, cou-
pled with a 9.6 mm FL lens (See3CAM_CU51, eCon Systems, 
India) We selected a b/w camera since it offers superior optical 
resolution and minimal aliasing with a single color (here blue)  

illumination. Additionally, we can pulse multiple colors during 
a burst of images in a manner similar to multispectral imaging  
(Lumidigm, USA), if desired. Figure 9 shows that with this  
camera/lens combination, we can achieve anywhere from 1900 
PPI to 4100 PPI over reasonable working distances that accom-
modate a handheld device. Based on resolution needs discussed 
previously, we settled at 3400 PPI which gives a vertical 
image size or field-of-view (FOV) of ~20mm and provides ample 
resolution required for infants, but a large enough FOV to scan 
adults. 

An issue with fixed focal length M12 lenses is that they also 
have fixed apertures that lock it to a single, non-adjustable f/#,  
typically from f/2 to f/4, since these lenses are designed to work 
effectively in low-light surveillance applications. The lens we 
selected is fixed at f/3. The issue for our application is that an 
f/3 lens will have a short depth of field, especially at the WD 
that we are operating at. We can directly measure the depth 
of field using a 45-degree depth of field target that has scales 
consisting of horizontal lines at a frequency of 15-line pairs  
per mm (lp/mm), which is consistent with the feature sizes we 
are trying to resolve. Figure 10(a) shows the contrast for the 
15 lp/mm scale as a function of distance, and we see that the  
contrast for the stock lens at f/3 goes to zero over a depth of field 
of 2 mm. This is a problem for non-contact fingerprinting, since 
the finger is not flattened and we need to stay in focus along  
the curvature of the finger. To improve the depth of field, we 
reduce the pupil of the lens with a custom laser-cut pinhole aper-
ture to increase the f-number to f/10. Figure 10(a) shows the 
depth of field improves to 1 cm without reducing the contrast. 
Figure 10(b) shows the DOF target for these two configurations 
where the depth of field can be visualized, and the improvement is  
dramatic for the f/10.

A drawback of increasing from f/3 to f/10 is that the light throughput  
will be decreased by an order of magnitude. The lower light level 
is a concern because we are also trying to reduce any motion 
blur by keeping the exposure times less than 20 ms. To keep the 
motion blur to a minimum, we implement a custom LED light 
source to provide enough light to counteract the large f-number 
optics. These design goals would be difficult to achieve with a 
cellphone-based system, but with a dedicated purpose-designed  
device, we can make design decisions that make this possible. 

Interaction design Over the course of this effort, we developed 
and evaluated numerous experimental designs to understand 
what works best when the practitioner is interacting with the 
infant to properly place the finger. Figure 11 shows several 
such tops for the device to control placement of the finger. We 
have investigated a variety of design features, from adjustable  
apertures to rollers that permit rotation of the finger along its  
axis.

Figure 12 shows images collected for a variety of different tops, 
showing that we tested variations with different fields-of-view, 
resolutions, aperture shapes and sizes, contact/non-contact con-
figurations, and a variety of illumination types (i.e. parallel/cross 
polarization, direct/diffuse light, etc.).

Figure 7. Effect of color and polarization on surface contrast.
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Figure 8. Effect of relative polarization angle on surface contrast.

Figure 9. Trade-offs in field-of-view, working distance and resolution.

Our clinical testing shows how some of these designs failed, 
particularly due to the infant’s variable finger sizes and grasp 
reflex. Figure 13(a) shows a series of images that were col-
lected with a roller-type top. We envisioned this configuration 
to be beneficial in that we could easily collect a series of images 
from nail-to-nail. The testing showed, however, that the finger  
placement is very inconsistent, and we could not reliably obtain 
quality images of the fingerprint. Figure 13(b) shows a simi-
lar issue with a static aperture. In this case, the size of the finger 
was too small for the aperture and it could easily poke thru  
the aperture during involuntary grasping. 

An infant’s finger size will vary over time, and there can be sig-
nificant finger size differences for each hand, with a range of 

finger diameters from 5mm to 10mm. Some of the devices we 
developed had removable tops with different sizes, and oth-
ers had adjustable or rotatable tops that could place apertures 
of different sizes into position. To accommodate fingers of  
different sizes and place them consistently, we developed an inte-
grated aperture assembly that has multiple positions, as shown in  
Figure 14.

Image processing A distinct advantage of ink on paper or 
FTIR-based contact fingerprints is the high contrast images 
that are created. Other than resizing, very little image process-
ing is required prior to minutiae detection. For a non-contact  
imaging device such as ours, however, the print ridges and val-
leys do not have the same high contrast upon collection and the 
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Figure 10. (a) Line scan showing contrast and depth of field at f/3 and f/10, and (b) target images show improved depth of field at f/10.

Figure 11. Examples of various non-contact hardware interaction designs (“tops”).

finger curvature can present issues with uneven illumination.  
Figure 15 shows our image processing pipeline with custom 
image processing to accept the monochromatic 12-bit raw image, 
flat-field correction to eliminate lighting non-uniformity, contrast 
enhancement, noise suppression and ridge frequency normaliza-
tion. The manipulated/enhanced image is then resampled to a 

reduced pixel count with an 8-bit pixel intensity range. The result-
ant enhanced image is then evaluated with commercial software  
(e.g. Megamatcher, Neurotechnology Inc., Lithuania) to create 
the binarized and skeletonized images, followed by stand-
ard, interoperable, template creation and minutiae detection 
which can then be used for verification and/or identification to 
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Figure 12. Imaging of fingers interacting with various top designs.

Figure 13. Examples of failure modes during finger placement. (a) Images collected with a roller top, and (b) images collected with a 
fixed aperture.
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Figure 14. Optimized design with selectable apertures to accommodate size variations on a single hand or as children grow.

Figure 15. Image processing pipeline.

stored templates, allowing interoperability between systems19. 
This is a distinct advantage over “black-box”, machine learn-
ing approaches that suffer from lack of interoperability and legal  
acceptance.

The ridge frequency normalization step is implemented because 
we are using commercial software that was developed to evalu-
ate standard adult contact fingerprints. As discussed previously, 
adults have a ridge-to-ridge distance of approximately 450 
microns and that dimension is relatively consistent across adults. 
In addition to being much smaller than adults, infants and chil-
dren are growing rapidly and their finger sizes will have much 
larger variations across individuals and for any infant over time.  
Figure 16 shows examples of infant fingerprints using our system; 

the spacing of the ridges, measured in camera pixels, is shown 
to vary by at least 2x from 20 pixels/ridge to 40 pixels/ridge,  
whereas adults will be relatively stable at about 60 pixels/ridge. 

Within our image processing pipeline, the frequency of the fin-
gerprint in each raw image is calculated and that value is used 
to resample the image such that the ridge distance is corrected 
to be ~6 to 8 pixels prior to input into the fingerprint analysis 
algorithms. Figure 17 shows a standard ink print of an adult 
on the left, and a resampled, frequency corrected image of an 
infant on the right. The plots show the light intensity across the 
ridges of the print at the red line and it is seen that in both the  
adult and infant print the pixel density is ~6-8 pixels from 
ridge-to-ridge. This pixel density is what the image processing 

Page 12 of 24

Gates Open Research 2019, 3:1477 Last updated: 05 NOV 2019



Figure 16. Variations in infant fingerprint ridge density.

Figure 17. Appropriately acquired and processed infant fingerprints have similar characteristics to adult prints.

algorithms use to create the binary and skeletonized images 
expect. If the pixel density is too high, as in our high-resolution 
raw imagery, the binary reconstruction and minutiae detection 
algorithms will often fail. Figure 18 shows fingerprint images 
taken with our device for a child within 12 hours of birth, a  
one year old, and an adult. The ridge-to-ridge frequency in the 
raw imagery pixels/ridge will change from 20 pixels/ridge in 
the newborn to 60 pixels/ridge in the adult. By resampling to  
~7 pixel/ridge, we can effectively remove any issues related to 
size and age. As the bottom row of Figure 18 shows, the binary 
images created can all be readily analyzed by the minutiae detection  
algorithms without size/age being a limiting factor. 

Clinical performance
Over the course of this effort, we tested many designs, vary-
ing cameras, lenses, light source configurations, finger holding  
methods, and algorithm variations. Lab analysis is instruc-
tive and testing on an adult or infant in a research environ-
ment is good, but we have learned that these situations are not  
representative of the infant population, nor do they accurately 
predict the caregiver/infant interaction. We determined that the 
only true way to quantify whether a design is effective is to use 
the device in a real-world environment and evaluate the quality of 
the images as well as the ability to match fingers, both in single  
sessions and longitudinally over time.

Page 13 of 24

Gates Open Research 2019, 3:1477 Last updated: 05 NOV 2019



We recently completed our first international clinical testing 
effort of 500 newborns and infants <6 months of age at Tijuana 
General Hospital, Mexico, with multiple follow-up visits  
possible over 12 months as infants return to the hospital for  
vaccinations or baby check-ups. This study was carried out with 
informed parental consent and approved jointly by UC San Diego 
IRB and TGH ethical committees (UCSD IRB#151400). The  
effort was structured as a two-phase pilot, with Phase I designed 
to evaluate numerous hardware, software, and protocol varia-
tions for system performance optimization. This phase utilized  
US biometricians with local nursing support. For Phase II, the 
system design was locked with local staff operating the system 
and collecting images. The goal for Phase II was to provide per-
formance data with consistent hardware/software configuration  
and to evaluate system usability with local users.

The initial technology assessment from the early Phase I study 
utilized a modular construction so that we could modify any  
subsystem for testing. Figure 19 shows the clinical kit with mul-
tiple devices configured in a variety of ways. The modular nature 
allowed us to vary any of the subsystems, providing the ability 
to test different configurations on the same infant during any  
session. Figure 20 shows an example of a single subject enrolled 
at 26 days (left column) and verified four times over the next 100 
days (right column). The green binarized images show minutiae 
maps indicating correct identification of the infant at each  
of the visits.

As we moved to Phase II of the effort, we established a more 
stable design better suited for deployment in the field with local 
users. As a result, we stabilized the design to provide consistency 

Figure 18. Newborn, 1-year old, and adult images (top) with processed templates and minutiae (bottom).

over time, while retaining device adjustability when required. 
Figure 21 shows the device in a kid-friendly “Panda” design.  
This optimized configuration currently delivers blue LED light-
ing through a concentric wave guide that projects dispersed light 
at an optimal angle on the subject, while rejecting both specu-
lar light from the finger and stray light to the imager. Images 
are collected at high resolution by a monochrome CMOS 
imager with custom optics to optimize resolution at 3400 ppi,  
a depth of field > 1 cm, and exposure times of < 20ms to minimize 
motion artifacts.

Preliminary results from the first 100 paired visits from this 
study are very encouraging, with 100% re-identification- even 
when enrolled on the day of birth. Results of the full trial, includ-
ing comparisons of non-contact finger, palm-pad and palm  
printing, will be published in subsequent articles.

Summary of lessons learned
Broadly, there is a gap in reliable biometrics for infants and 
children, and we find that there are a few critical considerations 
in designing biometrics for infants and newborns in particular 
(Table 1). The first is the realization that technology itself 
can be a failure mode and thus human-centered methods that 
assure the right problem is being solved and couple design with  
rapid and agile prototyping in real world settings are often 
needed. From study of the literature, and our own experience, 
we propose that fingerprints remain the most promising biomet-
ric because they are established before birth, remain persistent 
throughout life, are acceptable to caregivers, and can be acquired 
and shared in interoperable formats. Other biometrics such as  
iris-scanning are technically possible but have multiple and  
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Figure 19. Phase I field-kit.

Figure 20. Persistent matching of a single infant over multiple visits.
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Table 1. Summary of Lessons Learned.

•   Use Human-Centered Design methods over technology-centric development approaches.

•   Test early, iterate often, improve design.

•    Performance cannot be measured by lab tests and/or small number of infants. Longitudinal testing, with many infants, across multiple 
ages, in realistic environments is required.

•    Fingerprints as a primary infant biometric have potential advantages of uniqueness, acceptability, persistence, and interoperability of 
templates.

•    Other biometric identification modes besides fingers, especially iris scanning, are technically possible but fail due to infant behaviors 
(e.g. closed eyes), confounders (e.g. eye infection, trauma or irritation), or social factors (e.g. certain parents/certain cultures do not 
tolerate scanning of infant faces). Ears remain a promising secondary biometric in many settings and may improve over time.

•   Infants are “uncooperative” and have delicate physiology--so technology needs to work with infants--not the other way around.

•    Newborn skin peels in the first weeks of life, and this sometimes requires scanning of multiple fingers or palms to find quality regions.

•   Contact sensors are problematic due to the softness/deformability of infant fingers. 

•    Standard 500 PPI resolution is not adequate to scan infant fingers. Increasing to a resolution of 3400 PPI helps capture small features 
in non-contact mode.

•    Use blue light and not white light. The red portion of white light will penetrate too far into skin and will cause surface features to be less 
pronounced.

•   Use a b/w camera with exposure times <20 ms to optimize resolution and reduce motion blur.

•    Use polarized illumination and polarized detection to enhance surface features and reject light that has scattered deeper into the skin.

•   Significant image processing and ridge frequency normalization is required to conduct non-contact biometric analysis. 

•   Positioning is critical to matching performance, and hardware design and/or interaction protocol must deal with this.

•    Size/shape of the finger aperture impacts accuracy. Designs should help align the finger in a manner that supports consistent imaging.

•    Based on the above, a dedicated device that facilitates proper interaction, controls illumination, depth-of-field, field-of-view, and 
resolution, is needed to ensure consistent biometric capture.

Figure 21. Device deployed for clinical testing.

significant failure modes when acquired in the field. Likewise, 
machine learning approaches can be applied to any of these bio-
metrics, yet these methods lose explainability and interoperability 
with accepted techniques. Finally, the design of any infant fin-
gerprinting technology must account for behaviors, physiology,  
ethical and social concerns unique to this population.

Conclusion
We used human-centered design to reframe the infant identity 
problem and develop new methods for biometric capture. We 
worked with children from birth through 18 months, along with 
parents, caregivers, nurses, doctors, health officials, and vaccina-
tors, to build technologies that accommodate human physiology 
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and behaviors rather than trying to control them. We tested pro-
totypes of increasing sophistication in an iterative process  
with infants in real-world conditions. As a result, we accumu-
lated numerous lessons learned, resulting in optimized procedures 
and a system design that allows effective fingerprinting of  
infants, children and adults.

Data availability
All data underlying the results are available as part of the article  
and no additional source data are required

Grant information
This work was supported by the Bill and Melinda Gates Foundation 
[OPP1159073]. 

The funders had no role in study design, data collection and  
analysis, decision to publish, or preparation of the manuscript

Acknowledgements
We would like to thank the Bill and Melinda Gates Foundation for 
continued support. We would like to thank Don Norman for Human 
Centered Design Guidance.

References

1. The World Bank: Principles on identification for sustainable development: 
toward the digital age. The World Bank, 2018; 112614.  
Reference Source

2. SDGs: Sustainable Development Knowledge Platform. [Online]. [Accessed:  
15-Jan-2019].  
Reference Source

3. Weingaertner D, Bellon ORP, Silva L, et al.: Newborn’s biometric identification: 
Can it be done? Presented at the VISAPP, 2008; (1): 200–205.  
Reference Source

4. Jain AK, Arora SS, Cao K, et al.: Fingerprint Recognition of Young Children. 
IEEE Trans Inf Forensics Secur. 2017; 12(7): 1501–1514.  
Publisher Full Text 

5. Babler WJ: Embryologic development of epidermal ridges and their 
configurations. Birth Defects Orig Artic Ser. 1991; 27(2): 95–112.  
PubMed Abstract 

6. Jain AK, Arora SS, Best-Rowden L, et al.: Biometrics for child vaccination and 
welfare: Persistence of fingerprint recognition for infants and toddlers. ArXiv 
Prepr. ArXiv150404651. 2015.  
Reference Source

7. Kotzerke J, Arakala A, Davis S, et al.: Ballprints as an infant biometric: A first 
approach. Presented at the Biometric Measurements and Systems for Security and 
Medical Applications (BIOMS) Proceedings, 2014 IEEE Workshop on, 2014; 36–43. 
Publisher Full Text 

8. Tiwari S, Singh SK: Face recognition for newborns. IET Biom. 2012; 1(4): 200–208. 
Publisher Full Text 

9. Tiwari S, Singh A, Singh SK: Newborn’s ear recognition: Can it be done? 
Presented at the Image Information Processing (ICIIP), 2011 International 
Conference on, 2011; 1–6.  
Publisher Full Text 

10. Lemes RP, Bellon OR, Silva L, et al.: Biometric recognition of newborns: 
Identification using palmprints. Presented at the Biometrics (IJCB), 2011 
International Joint Conference on, 2011; 1–6.  
Publisher Full Text 

11. Zhang DD: Automated biometrics: Technologies and systems. Springer Science 
& Business Media, 2013; 7.  
Publisher Full Text 

12. IDEO, Ed: Human centered design: toolkit. 2nd ed. Palo Alto, Kalif: IDEO, 2011. 
Reference Source

13. Maguire M: Methods to support human-centred design. Int J Hum Comput Stud. 
2001; 55(4): 587–634.  
Publisher Full Text 

14. Demolder C, Forster E, Aronoff-Spencer E: Biometrics For Babies- Human Centered 
Technology Design to support infant immunization and healthcare delivery in 
resource limited settings. Nternational Assoc Soc Des Res IASDR. 2017.  
Publisher Full Text 

15. Cohen BA, Siegfried EC: Newborn skin: development and basic concepts. In 
Avery’s Diseases of the Newborn. Elsevier Inc, 2005; 1471–1482.  
Publisher Full Text 

16. Hardman MJ, Byrne C: Skin structural development. Neonatal Skin. 2003; 1. 
Reference Source

17. Schumacher G: Fingerprint recognition for children. EUR-OP, 2013.  
Publisher Full Text 

18. Anderson RR: Polarized light examination and photography of the skin. Arch 
Dermatol. 1991; 127(7): 1000–1005.  
PubMed Abstract | Publisher Full Text 

19. Tabassi E, Grother P, Salamon W, et al.: Minutiae Interoperability. Presented at 
the BIOSIG, 2009; 13–30.  
Reference Source

Page 17 of 24

Gates Open Research 2019, 3:1477 Last updated: 05 NOV 2019

http://documents.worldbank.org/curated/en/213581486378184357/pdf/112614-REVISED-English-ID4D-IdentificationPrinciples-Folder-web-English-ID4D-IdentificationPrinciples.pdf
https://sustainabledevelopment.un.org/sdgs
https://pdfs.semanticscholar.org/c615/5e2108846eda44efd73466fad22a6aa9e262.pdf
http://dx.doi.org/10.1109/TIFS.2016.2639346
http://www.ncbi.nlm.nih.gov/pubmed/1786361
https://arxiv.org/ftp/arxiv/papers/1504/1504.04651.pdf
http://dx.doi.org/10.1109/BIOMS.2014.6951533
http://dx.doi.org/10.1049/iet-bmt.2012.0040
http://dx.doi.org/10.1109/ICIIP.2011.6108944
http://dx.doi.org/10.1109/IJCB.2011.6117475
http://dx.doi.org/10.1007/978-1-4615-4519-4
https://books.google.co.in/books?id=-qJokgEACAAJ&dq=Human+centered+design:+toolkit&hl=en&sa=X&ved=0ahUKEwiy2s_s6ZLiAhUDU30KHc8cBqwQ6AEIKDAA
http://dx.doi.org/10.1006/ijhc.2001.0503
http://dx.doi.org/10.7945/C2GX01
http://dx.doi.org/10.1016/B978-072169347-7.50098-6
https://books.google.co.in/books?id=V_eN8H3JzGcC&pg=PA1#v=onepage&q&f=false
http://dx.doi.org/10.2788/3086
http://www.ncbi.nlm.nih.gov/pubmed/2064396
http://dx.doi.org/10.1001/archderm.1991.01680060074007
https://ws680.nist.gov/publication/get_pdf.cfm?pub_id=904882


Gates Open Research

 

Open Peer Review

   Current Peer Review Status:

Version 1

 30 July 2019Reviewer Report

https://doi.org/10.21956/gatesopenres.14013.r27439

© 2019 Barra S. This is an open access peer review report distributed under the terms of the Creative Commons
, which permits unrestricted use, distribution, and reproduction in any medium, provided the originalAttribution License

work is properly cited.

   Silvio Barra
Department of Mathematics and Computer Science, University of Cagliari, Cagliari, Italy

I think that the proposed paper is really well written. Recognition of infants by means of contactless
biometric can save them from a plenty of issues, like cradle swapping and related. 

The contactless fingerprint recognition is a very captivating argument to focus on when speaking about
babies recognition, and I think that the times are perfectly mature to approach the topic. In this work, a
very informative and interesting analysis is done over this argument, as well as an interesting analysis is
done.

The only suggestion (it is more a feedback) is about the use of the words identification, recognition (1:N
matching) and verification(1:1 matching).

I've seen that a "babies biometrics related works" section is missing, and I suppose that this could be very
interesting and also it could complete a very good paper. I attach here three potential papers which deal
respectively with ballprint, ear and face recognition on infants. These can fit this section if you aim at
inserting it.

References
1. Ballprints as an infant biometric: A first approach. 2014 IEEE Workshop on Biometric Measurements

. 2014. 36-43and Systems for Security and Medical Applications (BIOMS) Proceedings
2. Biometric authentication of newborn identities by means of ear signatures. 2014 IEEE Workshop on

.Biometric Measurements and Systems for Security and Medical Applications (BIOMS) Proceedings
2014. 1-7
3. Tiwari S, Singh A, Kumar Singh S: Intelligent Method for Face Recognition of Infant. International

. 2012;   (4): 36-50   Journal of Computer Applications 52 Publisher Full Text

Is the rationale for the Open Letter provided in sufficient detail?
Yes

Does the article adequately reference differing views and opinions?

Yes

Page 18 of 24

Gates Open Research 2019, 3:1477 Last updated: 05 NOV 2019

https://doi.org/10.21956/gatesopenres.14013.r27439
https://creativecommons.org/licenses/by/4.0/
https://creativecommons.org/licenses/by/4.0/
http://orcid.org/0000-0003-4042-3000
https://doi.org/10.5120/8194-1569


Gates Open Research

 

Yes

Are all factual statements correct, and are statements and arguments made adequately
supported by citations?
Yes

Is the Open Letter written in accessible language?
Yes

Where applicable, are recommendations and next steps explained clearly for others to follow?
Yes

 No competing interests were disclosed.Competing Interests:

Reviewer Expertise: Biometric recognition, Pattern Recognition and Image and Video analysis.

I confirm that I have read this submission and believe that I have an appropriate level of
expertise to confirm that it is of an acceptable scientific standard.

Author Response 08 Oct 2019
, University of California, San Diego, La Jolla, USAEliah Aronoff-Spencer

Thank you to reviewer three for your comments and suggestions. See below for responses as well
as updates to the paper.. 

1. “The only suggestion (it is more a feedback) is about the use of the words identification,
recognition (1:N matching) and verification(1:1 matching).”

We appreciate the feedback and have made updates to the paper. 
2. “I've seen that a "babies biometrics related works" section is missing, and I suppose that this
could be very interesting and also it could complete a very good paper. I attach here three potential
papers which deal respectively with ballprint, ear and face recognition on infants. These can fit this
section if you aim at inserting it.”

We appreciate the comment. Note that references 3-10 review the current state of infant
biometrics including ballprints, ear and face recognition. Likewise cited works by Jain et al.
give thorough reviews of historic works.

 No competing interests were disclosed.Competing Interests:

 17 July 2019Reviewer Report

https://doi.org/10.21956/gatesopenres.14013.r27436

© 2019 Arora S. This is an open access peer review report distributed under the terms of the Creative Commons
, which permits unrestricted use, distribution, and reproduction in any medium, provided the originalAttribution License

work is properly cited.

 Sunpreet S. Arora

Page 19 of 24

Gates Open Research 2019, 3:1477 Last updated: 05 NOV 2019

https://doi.org/10.21956/gatesopenres.14013.r27436
https://creativecommons.org/licenses/by/4.0/
https://creativecommons.org/licenses/by/4.0/


Gates Open Research

 

1.  

2.  

3.  

4.  

5.  

6.  

7.  

 Sunpreet S. Arora
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The authors present a method for biometric recognition of infants using a non-contact fingerprint scanner
specifically designed to capture infant prints. They have described in detail multiple iterations of creating
and testing the technology both in lab and operational environment. In general, this is a good contribution
focused on solving a fundamental problem in the biometrics research community. However, there are
some key aspects authors should consider to further improve the manuscript:

The use of term 'recognition' would be better compared to identification because it would
encompass both verification (1:1 comparison) and identification (1:N comparison) scenarios.
 
A critical citation (Infant Prints: Fingerprints for reducing Infant Mortality by Engelsma  . ) iset al
missing. In that report, the authors target recognition of 0-3 months old infants and show promising
results. Please cite and rewrite portions of manuscript accordingly.
 
The authors use human-centered design principles towards solving the problem and comment that
'infants are uncooperative and the device design and collection protocol must be consistent with
how babies, and often caregivers, behave, not how technology functions best.' Question: why not
optimize both?
 
There were some suggestions provided by the cited report by Jain   on how best to captureet al.
contact fingerprints. How do the suggestions there compare to what is suggested in the manuscript
here?
 
The statement: "Likewise, physiological changes that increase skin integrity, including
keratinization, collagen development, and component cross-linking continue to develop after birth,
and in some cases may not stabilize sufficiently for contact-based fingerprinting until over one year
of age". Is this just an assertion or scientifically proven? Please give appropriate citation.
 
The authors use Verifinger to extract templates from fingerprints. Which template format is used? It
is said it is standard but by default Verifinger uses a proprietary template that uses other features in
addition to standard minutiae features. If minutiae only template is used for interoperability, there
must be some loss in performance. Please provide details.
 
While a very detailed description of the scanner and its capabilities is provided, please provide
details of initial recognition experiments (verification in terms of TAR @FAR=0.1% for example, and
identification in terms of rank-1 accuracy) as well as comparison with contact scanners in terms of
recognition performance.
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1. “The use of term 'recognition' would be better compared to identification because it would
encompass both verification (1:1 comparison) and identification (1:N comparison) scenarios.”

We appreciate the comment and have changed the title in response.
2. “A critical citation (Infant Prints: Fingerprints for reducing Infant Mortality by Engelsma  . ) iset al 1
missing. In that report, the authors target recognition of 0-3 months old infants and show promising
results. Please cite and rewrite portions of manuscript accordingly.”

This is an excellent recent article that had not been published at the time of our paper. We
have also cited this article in a recently submitted follow up to this report. We do note the
results are similar to prior promising work by Jain’s group using a high resolution NEC
sensor.

3. “The authors use human-centered design principles towards solving the problem and comment
that 'infants are uncooperative and the device design and collection protocol must be consistent
with how babies, and often caregivers, behave, not how technology functions best.' Question: why
not optimize both?”

We appreciate this comment. The key point is that we must design for and with the user and
use the best technology that works within a users (here this might be a biometrician, a
caregiver as well as the child) constraints. Optimizing technology can be misunderstood as
optimizing existing approaches, this might include improving a contact fingerprint sensor by
increasing the resolution rather than the approach, for instance. Likewise, iris scanners are
technically quite feasible for infant biometrics, yet these can show significant failure modes
due to infant behavior and caregiver attitudes. Sometimes the best technology can’t be used
for non-technical reasons. Here we propose that infant fingerprinting is an optimal approach,
yet contact sensors may be a fundamental failure mode with very young infants. This is due

to a combination of infant interaction and developmental stage of their friction ridges.Thus

Page 21 of 24

Gates Open Research 2019, 3:1477 Last updated: 05 NOV 2019

https://gatesopenresearch.org/articles/3-1477/v1#rep-ref-27436-1


Gates Open Research

 

1.  

2.  

to a combination of infant interaction and developmental stage of their friction ridges.Thus
we changed our approach, moving to non-contact and considering ergonomics, and we
optimized the technology within the constraints of this new interaction space.

4. “There were some suggestions provided by the cited report by Jain et al. on how best to capture
contact fingerprints. How do the suggestions there compare to what is suggested in the manuscript
here?”

Reported methods for cleaning infant fingers, assuring there is not debris, peeling skin etc,
working with infant and caregiver,  are relevant for contact or non-contact approaches. One
should note however, that no amount of skin preparation was able to overcome
deformations of the print created by contact methods in the youngest subjects. 

5. "The statement: "Likewise, physiological changes that increase skin integrity, including
keratinization, collagen development, and component cross-linking continue to develop after birth,
and in some cases may not stabilize sufficiently for contact-based fingerprinting until over one year
of age". Is this just an assertion or scientifically proven? Please give appropriate citation."

This is referenced here: 1. Babler WJ: Embryologic development of epidermal ridges and
their configurations. Birth Defects Orig Artic Ser. 1991; 27(2): 95–112. PubMedAbstract
Additional reference worth noting: Lane, A. Human fetal skin development. Pediatr.
Dermatol. (1986).

6. “The authors use Verifinger to extract templates from fingerprints. Which template format is
used? It is said it is standard but by default Verifinger uses a proprietary template that uses other
features in addition to standard minutiae features. If minutiae only template is used for
interoperability, there must be some loss in performance. Please provide details.”

The reviewer is correct. For these experiments we use the default Verifinger templates. It is
however possible to export interoperable templates which we have verified, but may not be
relevant to this report.

7. “While a very detailed description of the scanner and its capabilities is provided, please provide
details of initial recognition experiments (verification in terms of TAR @FAR=0.1% for example, and
identification in terms of rank-1 accuracy) as well as comparison with contact scanners in terms of
recognition performance.”

Full description of our clinical trial will be discussed in other publications. However, we have
updated this paper to discuss our data analysis optimization and the first pass analysis we
have performed on a limited dataset.
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This is a very well written article on a possible solution to the infant biometric problem.

The authors identified the key issues with capturing infant biometrics and walked us through their thought
process in evaluating different biometric modalities as candidates. They narrowed down on fingerprints
and identified the key challenges in using this for infant verification. Some of the challenges they
highlighted were the uncooperative nature of the infants with the practitioner when capturing the
biometric, skin peeling in the days after birth, high malleability of skin leading to extreme non linear
distortions in capture with contact and very low inter-ridge spacing in the early days after birth.

The authors then went on to describe step by step how they overcame each challenge by focussing on
the natural interaction of the infant with the technology and using a cycle of developing, testing, evaluating
and recalibrating their design.

My only feedback would be to substantiate their claim that the initial 100 fingerprints captured had 100%
verification even when the prints were taken from new borns. This could be in the form of a histogram of
match scores, examples of comparisons that did match but with scores on the lower end of the spectrum
and higher end of the spectrum. Also some information on the time difference between matched
fingerprints. Were they taken from the infant on the same day, were they taken a few days or months
apart? This would give us an idea how the image processing adapts to longitudinal changes in the
fingerprint.

Overall, a very enjoyable and informative read.

Is the rationale for the Open Letter provided in sufficient detail?
Yes

Does the article adequately reference differing views and opinions?
Yes

Are all factual statements correct, and are statements and arguments made adequately
supported by citations?
Yes

Is the Open Letter written in accessible language?
Yes

Where applicable, are recommendations and next steps explained clearly for others to follow?
Yes
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We very much appreciate this reviewers feedback. We have taken excerpts from your suggestions
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We very much appreciate this reviewers feedback. We have taken excerpts from your suggestions
and pasted below with our responses. 

1. “My only feedback would be to substantiate their claim that the initial 100 fingerprints captured
had 100% verification even when the prints were taken from newborns. This could be in the form of
a histogram of match scores, examples of comparisons that did match but with scores on the lower
end of the spectrum and higher end of the spectrum. “

We have updated the paper with preliminary performance data. 
2. “Also some information on the time difference between matched fingerprints. Were they taken
from the infant on the same day, were they taken a few days or months apart? This would give us
an idea how the image processing adapts to longitudinal changes in the fingerprint.”

We have updated the report. Now we note the age of enrollment (0->30 days) as well as
time between visits (ave, max, min in this dataset, up to 2 years in the full dataset).
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